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Purpose: Metabolic imaging with hyperpolarized 13C-labeled
cell substrates is a promising technique for imaging tissue
metabolism in vivo. However, the transient nature of the hyper-
polarization, and its depletion following excitation, limits the
imaging time and the number of excitation pulses that can be
used. We describe here a single-shot three-dimensional (3D)
imaging sequence and demonstrate its capability to generate
13C MR images in tumor-bearing mice injected with hyperpo-
larized [1-13C]pyruvate.
Methods: The pulse sequence acquires a stack-of-spirals at
two spin echoes after a single excitation pulse and encodes
the kz-dimension in an interleaved manner to enhance robust-
ness to B0 inhomogeneity. Spectral-spatial pulses are used to
acquire dynamic 3D images from selected hyperpolarized 13C-
labeled metabolites.
Results: A nominal spatial/temporal resolution of 1.251.25
2.5 mm32 s was achieved in tumor images of hyperpolar-
ized [1-13C]pyruvate and [1-13C]lactate acquired in vivo. Higher
resolution in the z-direction, with a different k-space trajectory,
was demonstrated in measurements on a thermally polarized
[1-13C]lactate phantom.
Conclusion: The pulse sequence is capable of imaging hyper-
polarized 13C-labeled substrates at relatively high spatial and
temporal resolutions and is robust to moderate system imper-
fections. Magn Reson Med 000:000–000, 2016. VC 2016 The
Authors Magnetic Resonance in Medicine published by
Wiley Periodicals, Inc. on behalf of International Society
for Magnetic Resonance in Medicine. This is an open
access article under the terms of the Creative Commons
Attribution License, which permits use, distribution and
reproduction in any medium, provided the original work is
properly cited.
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INTRODUCTION
The enormous gain in spin polarization afforded by disso-
lution dynamic nuclear polarization has enabled dynamic
measurements of tissue metabolism in vivo using 13C mag-
netic resonance spectroscopic imaging following intrave-
nous injection of hyperpolarized 13C-labeled substrates
(1–4). Measurements of the labeled substrates and their
products can be used to measure various metabolic fluxes
and enzymatic processes. However, this is demanding in
terms of imaging speed due to the short lifetime of the
hyperpolarization (5). For example, hyperpolarized
[1-13C]pyruvate has a T1 in vivo of approximately 40 s (6),
which means that the signal is observable for only approx-
imately 3 min. The imaging technique must be sufficiently
fast to sample the dynamic changes in metabolite labeling
within this narrow time window (7).
Various techniques have been proposed to increase
imaging speed. Echo planar spectroscopic imaging (EPSI),
with a dual-spin-echo scheme, can produce a two-
dimensional (2D) spectroscopic image and an entire spec-
trum at each pixel, with a temporal resolution of several
seconds (8–11). The EPSI technique can be extended to
cover 3D-spatial-1D-spectral k-space and has been further
accelerated by incorporating compressed sensing (12–14).
Spectroscopic imaging methods have also been proposed
that exploit spiral trajectories (15–17), which achieve
higher imaging efficiency, although at the cost of
increased vulnerability to system imperfections. Fast
imaging can also be facilitated by the inclusion of
spectral-spatial (SpSp) excitation pulses. Because the
spectra obtained following injection of a hyperpolarized
substrate are relatively sparse, it is not necessary to
acquire a full spectrum. For example, in many tumor-
bearing animals injected with hyperpolarized [1-13C]pyru-
vate the tumor spectra are dominated by resonances from
pyruvate and lactate (6).
SpSp pulses can be used to excite alternately the target
metabolites, followed by an echo planar readout to acquire
separate images from each metabolite (18–21). These
pulses have the advantage that different flip angles can be
used for each metabolite, for example in the case of pyru-
vate, where the signal is intense, a low flip angle pulse
can be used to preserve the polarization, while in the case
of lactate, where the signal may be much smaller, a larger
flip angle can be used to increase the signal-to-noise ratio
(SNR) (3). A disadvantage of the technique is that imper-
fections in the chemical shift selectivity of the pulse can
lead to contamination of the images from the less abun-
dant metabolites with signal from the more abundant
metabolites (18). Another approach to fast imaging is
based on the Dixon method (22), which exploits the spar-
sity in the spectral dimension by acquiring a small
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number of 2D images rather than a full free induction
decay at each spatial point.
Heterogeneity is an intrinsic property of tumors (23),
and can be correlated directly with the effectiveness of
treatment (24). 3D imaging is desirable, therefore, both to
investigate tumor heterogeneity and to monitor fully the
response of a tumor to treatment. An inherent limitation
of the imaging techniques described above is that, for
full 3D coverage, they require several excitations for each
image, which will deplete the polarization and thus
accelerate signal decay (5). This is the case for 3D imag-
ing techniques, where an extra excitation is required for
each phase encoding step in the slice direction and is
also true for the 2D imaging techniques, where slice
cross-talk, due to an imperfect excitation profile, can
accelerate polarization decay.
We have developed a novel single-shot 3D imaging
sequence with SpSp excitation and a hybrid dual-spin-
echo-spiral readout. The sequence was designed to mini-
mize loss of polarization by reducing the number of exci-
tation pulses required, while maintaining high spatial
and temporal resolutions. The sequence was demon-
strated on both phantoms and mice and its robustness to
B0 field inhomogeneity, a common challenge for fast
imaging techniques, was also demonstrated theoretically.
METHODS
Tumor Model
Animal experiments were performed in compliance with
a project license issued under the Animals (Scientific
Procedures) Act of 1986. Protocols were approved by the
Cancer Research UK, Cambridge Institute Animal
Welfare and Ethical Review Body. Female C57BL/6J
mice were injected subcutaneously in the lower flank
with 5 105 EL4 lymphoma cells. The tumors were
allowed to grow for 8–11 days, when they achieved a
size of 1–1.7 cm in diameter. The mice were fasted for
6–8 h before imaging.
Hyperpolarized [1-13C]pyruvate
The sample contained 44 mg [1-13C]pyruvic acid (CIL,
MA), 15 mM OXØ63 (GE Healthcare, Amersham, UK),
and 1.4 mM gadoterate meglumine (Dotarem; Guerbet,
Roissy, France) and was hyperpolarized using a Hyper-
sense Polarizer (Oxford Instruments, Abingdon, UK) at
1.2 K in a magnetic field of 3.35 Tesla (T), with micro-
wave irradiation at 94.126 GHz. The sample was then
rapidly dissolved in 6-mL buffer containing 40 mM Tris,
185 mM NaOH, and 100 mg/L EDTA heated to 180 C
and pressurized to 10 bar.
MRI Scanner
Experiments were performed at 7T (Agilent, Palo Alto,
CA). The maximum gradient strength was 40 Gauss/cm
and slew rate 3000 T/m/s. A 42-mm-diameter bird-cage
volume coil for 1H transmission and reception and a
similar volume coil for 13C transmission and a 20-mm-
diameter surface coil for 13C detection were used (Rapid
Biomedical GMBH, Rimpar, Germany).
Spectral-Spatial Pulse
The SpSp pulse (Fig. 1a) was designed to detect
[1-13C]pyruvate and [1-13C]lactate, without disturbing the
polarization of alanine and pyruvate-hydrate. The pulse
had a bandwidth at half maximum of 350 Hz and a dis-
tance between the excitation bands of 1645 Hz (Fig. 1b).
The pulse design followed the small tip-angle approxi-
mation (25) to give a flip angle of 15  with a peak B1 of
0.2185 Gauss. The flip angle could be increased to 90 
when a peak B1 of 1.3111 Gauss was used (Fig. 1c). The
radofrequency (RF) profiles in the spectral and the spa-
tial dimensions were designed using the SLR algorithm
(26). The pulse duration was 10.056 ms and the sam-
pling time for both RF and gradient waveforms was 4ms.
Because the pulse was designed for 3D imaging, it
relaxed the design demands on minimum slice thick-
ness, which was set to 1.2 cm to leave more flexibility in
other parameters, such as sub pulse excitation profiles
and spectral stopband width. Simulations showed a full
width at half maximum (FWHM) for the RF response of
1.3 cm. A fly-back design enhanced the pulse’s robust-
ness to system imperfections, where only the positive
gradient lobes, at maximally 19 Gauss/cm, were accom-
panied by the RF sub pulses. The negative gradient lobes
were designed to have the smallest duration, with a max-
imal gradient strength of -29.925 Gauss/cm. The sub
pulse had a time-bandwidth product of 6. For the spec-
trally selective pulse, this was 3.52. The RF pulse and
gradient waveforms were generated using custom-written
Matlab (The Math Works, Natick, MA) scripts.
FIG. 1. Spectral-spatial excitation pulse to excite alternately the [1-13C]pyruvate and [1-13C]lactate resonances. a: RF profile (in Gauss) and
oscillating slice selection gradient (in Gauss/cm). b: Frequency response (15  at 0 Hz). c: Slice profiles for 15  and 90  flip angles. Note
that although the design target of the pulse was 15 , the quality of the excitation profile was maintained for the 90  flip angle pulse.
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Pulse Sequence
The pulse sequence (Fig. 2a) acquires a spherical stack of
spirals in 3D k-space (Fig. 2b), such that each kx-ky plane
has a spiral-out trajectory. Two groups of four spirals are
acquired, where the four spirals in the first group acquire
data for the 1st, 3rd, 5th, and 7th positions in the kz-
direction, while the second group acquires the 8th, 6th, 4th,
and 2nd positions. For spirals 1 to 8, the corresponding
Cartesian matrix sizes were 4 4, 8 8, 16 16, 32 32,
3232, 1616, 8 8, and 4 4, respectively. The dura-
tion of the 44, 8 8, 1616, and 32 32 spirals (includ-
ing the rewinding gradients) were 0.656, 1.344, 3.240, and
8.580 ms, respectively, and were designed to achieve the
same field of view (FOV) (27). To encode spatial informa-
tion in the slice direction, each blip between spirals tra-
verses two steps in the kz-direction. There are pre- and re-
phasing gradients so that the z-axis gradient, in each
acquisition interval, is self-refocused. Because each spiral
is also self-refocused on the x and y axes, the encoding
gradients on all three axes are fully balanced in each
acquisition interval.
Imperfect refocusing pulses, due to B0 and B1 field inho-
mogeneity, can deplete the polarization very quickly. There-
fore, adiabatic pulses with a hyperbolic-secant (HS) profile
were used. Because a single HS adiabatic inversion pulse
would leave a quadratic phase across the swept frequency
band, this requires the HS pulse to be played out in pairs,
hence the sequence shown in Figure 2a. For the spiral tra-
jectory in Figure 2b, t1 was 10 ms and t2 was 15 ms. The
two central spirals (4th and 5th) were acquired at the spin-
echo time so that the center of k-space was free from the
effects of B0 field inhomogeneity. This resulted in two TE
times, where TE1 was 50.6 ms and TE2 was 110.504 ms.
Spoiling gradients on all three axes at the end of the
sequence de-phase residual transverse magnetization.
The pulse sequence can be adapted to other k-space tra-
jectories, depending on the required resolutions in the x–y
plane and z-direction. Two alternative designs were tested.
A 1616 8 design (compared with the original
32 32 8 design) consisted of eight spirals (again two
sets of four) where each had a 16 16 matrix in the x–y
plane. In the second design (16 16 12), 12 spirals were
divided into two groups to achieve 12 phase encoding
steps in the z-direction, while each spiral encoded a
16 16 matrix in the x–y plane. In these alternative
designs, the overall 3D k-spaces are cylindrical, in contrast
to the more-spherical k-space in the original sequence.
Theoretical point spread functions (PSFs), ignoring
relaxation, were simulated as described by Durst et al
(28). A constant k-space was sampled by each of the pro-
posed acquisition schemes and a 3D Fourier transform
was performed to yield the PSFs. The sampled k-spaces
were zero-filled (3232 8 to 512512128, 16
16 8 to 512 512 256, 1616 12 to 512 512
384) before Fourier transformation.
Phantom Imaging
All three sequences were tested on a cylindrical phan-
tom (7 mm inner-diameter) filled with thermally polar-
ized 8.5M [1-13C]lactate. For each design, a series of
FOVs in the z-direction (16 mm, 20 mm, 24 mm, 32 mm,
and 40 mm) were acquired to determine the slab profile.
The nominal in-plane resolutions were 1.25 mm, 2.5 mm,
and 2.5 mm for the 32 32 8, 16 16 8, and
1616 12 designs, respectively. The nominal slice
thickness could be calculated as the z-direction FOV
divided by the number of phase encoding steps. The
SpSp pulse was increased to a flip angle of 90  to excite
a slab of 13 mm in all phantom experiments. Each acqui-
sition was accompanied by a reference image in which
the encoding gradients on the z axis were turned off.
T2 weighted proton images were acquired with a fast
spin echo (FSE) sequence, to provide a positional frame
of reference, with a FOV of 40 mm and matrix size
FIG. 2. The pulse sequence (a) and its 3D k-space trajectory (b). The pulse sequence includes a spectral-spatial excitation pulse and
two pairs of adiabatic inversion pulses. All phase encoding steps in the z-direction were completed after a single excitation by using
blipped gradients. Two spin echoes were acquired in two groups of spiral readouts, resulting in dual-T2 weighted contrast. The gradients
within each acquisition interval were self-refocused, and the sequence ends with spoiler gradients along all three axes. The whole of k-
space was acquired as a stack of interleaved spirals. The 1st, 3rd, 5th, and 7th spirals were acquired in the first group, while the 8th, 6th,
4th, and 2nd spirals were acquired in the second group. The kx-ky matrix size is larger in the center of the kz-direction and smaller in
the peripheral planes, resulting in a spherical 3D k-space.
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256 256, with eight slices covering 20 mm in the z-
direction.
Dynamic Imaging In Vivo
Pyruvate and lactate images were acquired in alternating
order and 30 pairs of images were acquired in total (60 s
total acquisition time). The excitation pulse was
set alternately at the pyruvate and lactate resonance fre-
quencies. Each pair of acquisitions were 1 s apart, to give a
“frame rate” of one every 2 s per metabolite. The z-axis blip-
ping and their prephasing and rewinding gradients, were
turned off for the 8th pair of acquisitions and the data used
as a phase-reference. Hyperpolarized [1-13C]pyruvate was
injected after the first image was acquired. A flip angle of
15  was used for pyruvate and 90  for lactate so that the
lactate acquisition followed a saturation-recovery scheme
(20). The FOV in the x–y plane was 40 mm, with a matrix
size of 32 32. The FOV in the z-direction was 20 mm,
resolved into eight pixels. The nominal spatial resolution
was, therefore, 1.25 1.25 2.5 mm3. The nominal excita-
tion slab thickness was 13 mm, smaller than the z-direction
FOV to avoid image wrap-around in the z-direction. The fre-
quencies of the selective excitation pulses were calculated
from the measured water proton frequency, based on prior
measurements of the [1-13C]lactate, [1-13C]pyruvate and
water proton resonance frequencies. The [1-13C]pyruvate
resonance frequency was at -916 Hz from the [1-13C]lactate
resonance frequency.
T2 weighted proton images were acquired for posi-
tional reference. These were 4040 mm2 (256 256) FSE
images with a slice thickness of 2.5 mm. The 2D spoiled
gradient echo proton images with varying TEs (1.6, 1.7,
1.8, and 1.9 ms, respectively) were also acquired with
the same FOV and slice thickness, and a matrix size of
3232. A 3D phase unwrap was applied across the xy-
plane and the slice axis and the phase maps converted
to a DB0 map based on the differences in TE. These were
used to estimate the B0 field homogeneity in the imaging
volume of the hyperpolarized 13C experiment.
Image Reconstruction
A phase correction was performed, similar to that
described in Lai and Glover (29). Interspiral phase varia-
tions were measured by comparing the leading data
points between spirals in the reference scan. The meas-
ured phase variations were then subtracted from the reg-
ular imaging spirals. Corrected data for each spiral were
gridded onto a Cartesian plane (30), and a 3D Fourier
transform was applied. Phase correction and image
reconstruction were performed in Matlab.
RESULTS
Proton images, and 13C images acquired using the pulse
sequence designs described in the methods section, of a
[1-13C]lactate-containing phantom, are shown in Figure 3.
The 13C images appear less homogeneous due to the surface
receive coil. Because the 13C excitation slice thickness was
only 13 mm, smaller than the 20 mm FOV in the z-direction,
the signal drops off toward the ends of the phantom.
The slab profiles for a series of FOVs in the z-direction,
for all three spiral trajectory designs, are presented in Figure
4. These represent the combined effects of the excitation
pulse, receive coil sensitivity profile, and the encoding
FIG. 3. 1H and 13C images (FOV of 404020 mm3) acquired from a cylindrical phantom (inner diameter 7 mm) containing 8.5 M
[1-13C]lactate. Images were also acquired with a FOV in the z direction of 16 mm, 24 mm, 32 mm, and 40 mm (not shown). Proton T2
weighted images (a). 13C images acquired using the 32328 sequence (b), 16168 sequence (c), and 161612 sequence (d).
The white bars at the periphery of the images relate the position of the sagittal and coronal slices to the displayed axial slice. The white
curves in the sagittal and coronal views of the 13C images indicate the excitation profile and its location.
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schemes in both the x–y plane and z direction. While both
the 16 16 8 and 16 16 12 designs more closely
resemble the excitation profile than the 3232 8 design,
the difference is small and is probably due to the more
spherical shape of the 3D k-space in the 3232 8 design.
All three acquisition schemes produce an acceptably accu-
rate image of the excited signal in the z-direction. The theo-
retical point spread functions are shown in Figure 5.
Dynamic hyperpolarized 13C images were acquired from
three tumor-bearing mice using the 3232 8 design. Fig-
ure 6a shows representative [1-13C]pyruvate images of the
4th slice overlaid on a T2-weighted
1H image; Figure 6b
shows the corresponding [1-13C]lactate image. The
[1-13C]pyruvate and [1-13C]lactate images from all the sli-
ces at 6 s and 7 s are shown in Figures 6c and 6d, respec-
tively. The artifacts in the lactate images at 1 and 3 s were
due to some excitation of the very intense pyruvate signal
in the aorta of this animal (Fig. 6b). These artifacts were
not observed in the images from the other two mice.
The signal time courses for all three mice are shown in
Figure 7. These were calculated by summing the signals
from all the pixels in all the slices at each time point. The
profile for the lactate signal was different from those
widely reported in the literature because the 90  flip angle
pulse on the [1-13C]lactate resonance prevented accumula-
tion of hyperpolarized 13C signal. The first two time points
were discarded from the lactate time course for the 3rd
mouse because of contamination with signal from
[1-13C]pyruvate and [1-13C]pyruvate-hydrate (see Figure
6b). The quality of the three dimensional 13C images is
dependent on B0 homogeneity over the tumor region. B0
maps, expressed as 13C frequency variations (in Hz), are
shown in Figures 8a and 8b. Frequency variations in the
3D FOV covering the whole animal are shown in Figure
8c. These frequency variations are relatively small and
consistent with the quality of the images shown in Figure
6. The change in DB0 with z position, averaged over each
spiral, for all three mice, is shown in Figure 9.
DISCUSSION
The pulse sequence is capable of capturing 3D information
in hyperpolarized MRI experiments, after a single excita-
tion. Compared with multishot 3D imaging techniques for
hyperpolarized MRI, it minimizes the number of excitation
pulses, which helps to preserve polarization, and gives a
3D acquisition in less than 125 ms, which is faster than
two previously published 3D sequences that used similarly
high gradient strengths [780 ms/3D image in Miller et al
(21), 2.78 s/3D image in Josan et al (31)]. With the sequence
described here, the pyruvate and lactate polarizations can
be sampled every second, which is beyond the capability
of these other sequences. The sequence described here also
provides comparable spatial resolution.
While the nominal spatial resolutions in (21) and (31)
were 2 2 3.8 mm3 (matrix size 32 32 12) and
5 5 5 mm3 (16 16 12), the 32 32 8 design used
here achieved a resolution of 1.25 1.252.5 mm3, with
the 1616 12 design achieving 2.5 2.5 1.6 mm3.
When compared with multislice 2D imaging methods,
this 3D sequence benefits from fewer excitation pulses.
Although excitation pulses in 2D imaging sequences
selectively excite specific slices, imperfect excitation
profiles can lead to slice-cross-talk which further reduces
the polarization in adjacent slices. Given the same flip
angles, this single shot 3D imaging sequence also pro-





(where N is the number of phase encode
steps in the z-direction) (32), although signal decay due
to T2 /T

2 will compromise this benefit to some extent.
This is unlike multishot 3D techniques (21), where the
main SNR limitation comes from the flip angles used for
each excitation. The SNR of this single shot 3D sequence
FIG. 4. Slab profiles for a series of FOVs in the z-direction for the
three k-space trajectory designs, compared with the simulated
excitation pulse response. The slab profiles were obtained by
summing over the x–y plane for images at each z position for
each 3D dataset. For each subplot, the horizontal axis represents
position in the z-direction, in centimeters, and the y axis repre-
sents the signal intensity normalized to the maximum value.
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could potentially be further enhanced when used with
multiple averages, reduced flip angles and short TRs. The
SNR enhancement in the latter case will be approximatelyﬃﬃﬃﬃ
N
p  ﬃﬃﬃﬃﬃMp  sin@sinu, where @ is the flip angle for each average
in the 3D experiment, u is the flip angle for the 2D experi-
ment, and M is the number of averages. If ðcos@ÞM  cosu
then depletion of the polarization will be similar in the
two experiments. A single-shot 3D technique has been
proposed previously that exploits a hybrid acquisition
scheme using both fast spin echoes and an echo planar
readout (33). However, when compared with the tech-
nique described here, it can have a prolonged acquisition
train, due to the less efficient echo-planar readout, and a
hybrid phase error, where the stimulated echoes are mixed
with the echo planar readout train.
B0 inhomogeneity
Spiral readouts can suffer from off-resonance effects.
Because different z-direction phase encoding information is
involved in different spiral planes, there is no straightfor-
ward way to perform a self-navigated spiral phase correc-
tion. The reference scan data with z-direction phase
encoding turned off was used here to correct for phase var-
iations between spirals, and may also help to correct for off-
resonance effects within each spiral. However, all the spi-
rals used here were very short and, therefore, accumulate
only a small phase error. These ultrashort spiral readouts
make off-resonance effects less of a problem in the resulting
images.
The second potential image quality problem resulting
from B0 inhomogeneity is unique to the sequence
described here. Traverses between kz steps are sepa-
rated by spirals, which gives a low sampling bandwidth
in the kz-direction and can make the sequence prone to
image distortions in the z-direction. Moreover, because
the spirals are of different durations, the phase errors
accumulated between kz steps are different, resulting in
varying distortion effects in the final image. The image
distortion problem is relieved in two ways. The kz
acquisition is split into two interleaved groups, which
doubles the bandwidth in the kz-direction and thus
halves the potential image distortions. Second, the cen-
tral two spiral planes are acquired at the spin echoes,
which eliminates the phase error at the center of k-
space in the kz-direction. At the same time, the variable
duration design for the spirals in the 32 32 8
sequence keeps approximately the same image distor-
tion, while maximizing image resolution in the x–y
plane. Nevertheless, B0 inhomogeneity is still a poten-
tial concern but can be analyzed quantitatively as
follows.
Assume that the average phase error accumulated dur-
ing a spiral due to B0 inhomogeneity is uðx; y; zÞ, where
x, y, and z specify spatial positions (in cm) with a cer-
tain B0 shift. We need to ensure that image distortion
lies within a single pixel such that image splitting is not
observable. For this sequence (see Appendix), the pres-
ence of B0 inhomogeneity (uðx; y ; zÞ 6¼ 0) causes a divi-
sion in the z-direction into two images distorted by
FIG. 5. The 3D point spread functions for sagittal, coronal and axial views for the 32328 (a), 16168 (b) and 161612 (c)
designs. The PSF of the 161612 design shows a sharp improvement in the z-direction when compared with the 32328 design,
at the expense of compromised x–y plane resolution.




 uðx; y ; zÞ
2
[1]
where FOVz is the FOV in the z direction. If this differ-
ence in position is less than a single pixel then splitting




 < FOVzL [2]
FIG. 6. Representative dynamic
hyperpolarized [1-13C]pyruvate (a)
and [1-13C]lactate images (b)
acquired using the 32328
design from a single slice (4th),
overlaid on the corresponding T2
weighted 1H image. The 13C
images were interpolated to give a
256256 in-plane matrix, which
was then overlaid on the 1H image,
which had the same matrix size.
The tumor region is outlined in the
pyruvate image acquired at the
first time point (a). Images from all
eight slices at 6 s and 7 s are
shown for pyruvate (c) and lactate
(d), respectively. The images at 14
s (pyruvate) and 15 s (lactate) were
acquired with the encoding gra-
dients on the z axis turned off and
were used as a reference and are
not displayed. The signal intensity
at each pixel is indicated with a
separate color scale for each
panel, with the maxima indicated
in arbitrary units.
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where the right hand side is the pixel size in the z-
direction (L is the total number of encodings in the z-
direction, here 8 or 12 spirals). This requirement trans-
lates to j L2p  u2 j < 1, or, juj < 4pL ; when L ¼ 8, as was used




As the largest spirals in the kz-direction, the 4th and
5th, are aquired close to the spin echoes, and because the
spiral durations vary, then it is reasonable to assume
that the phase errors accumulated during the 3rd or the
6th spiral, both of which are 3.24 ms in duration, will be
the most likely source of this z-dimension artifact. This
then puts a limit on the acceptable B0 shift in each sin-
gle voxel




¼ 77:16 Hz: [4]
To check whether this condition was satisfied, spoiled
gradient echo images were acquired with varying TEs
and B0 maps calculated. The B0 maps of the tumor
region of one mouse (Fig. 8a) showed that the B0 field
was generally homogeneous and the variation was well
under 77 Hz. This was the case for all three mice, as
illustrated by the histograms of the B0 field distributions
(Fig. 8b). In clinical systems, with more moderate gradi-
ent strengths, the proposed sequence would need to be
applied together with techniques such as a restricted
excitation volumes to allow a better shim.
While image distortion and ghosting are determined
by the absolute value of B0, the signal will also be modu-
lated by the gradient of B0 inhomogeneity in the z-
direction. Figure 9 shows the through-slice changes of D
B0 of the tumor regions, where DB0 was averaged within
each slice. The overall through slice change of DB0 was
less than 5 Hz, which the equations given in the appen-
dix show would give a per pixel signal modulation of
less than 5%.
PSF
For a single shot 3D sequence, the PSF in the z-direction
determines the slice profile of the final image. A finite
number of phase encoding steps in the z-direction leads
to signal leakage across the slices, and this phenomenon
is exaggerated when the number of phase encoding steps
is small (29). In the sequence described here, the PSF is
determined not only by the number of phase encoding
steps but also by the spherical shape of 3D k-space. The
gridding process used in image reconstruction can also
alter the PSF. Overall, the 3D PSF resulting from the
acquisition and reconstruction schemes used in the
3232 8 implementation is shown in Figure 5a, for
the sagittal, coronal, and axial views. The FWHM of the
PSF in the z-direction was approximately 7 mm, suggest-
ing that for each slice there was significant signal contri-
bution from other slices. In the x–y plane, the PSF has a
full width at half maximum height (FWHM) of approxi-
mately 1.8 mm, which is similar to other sequences in
the literature (28). Despite the compromised slice profile,
the spherical-shaped 3D k-space has been widely used in
the literature because of its high imaging efficiency
(34–39), especially in cases where ultrafast imaging is
required.
The PSF in the z-direction could be improved by
trading-off resolution in the x–y plane. Figures 5b and 5c
show the PSF of the cylindrical stack of spiral trajectory
designs, with a matrix size of 16 16 in all kx–ky planes
and 8 or 12 phase encoding steps in the kz-direction.
The FWHMs of the PSFs are sharply truncated to
approximately 3 mm and 2 mm in the z-direction for the
1616 8 and 16 16 12 designs, respectively, while
in the x–y plane the FWHMs of the PSFs are more than
3 mm. The blurring of the signal in the z-direction for
each acquisition scheme can be seen in the z-axis pro-
files shown in Figure 4. Each profile is principally the
result of convolution of the experimental PSF, which
depends on the ordering of the k-space acquisitions in
the kz-direction, T2 and T

2 decays and B0 inhomogene-
ity, with the RF excitation profile. Ideally, an acquisition
scheme will result in a z-axis profile that mimics the RF
excitation profile. However, in practice all these factors
will affect the experimental PSF along the z-axis leading
to a stretched z-axis profile. In the sequence imple-
mented here Figure 3 shows a comparable z-axis resolu-
tion for all three acquisition schemes, with minimal
broadening resulting from their different theoretical
PSFs. We suggest, therefore, that the acquisition scheme
selected here for mouse imaging provides a practical
compromise for acquiring dynamic 3D images from sub-
cutaneous tumor models in mice.
Limitations of the Excitation Pulse
The water proton resonance frequency was used to set
the central frequencies of the 13C SpSp pulses. The wide
FIG. 7. Time course of the hyperpolarized 13C signals from pyruvate and lactate in the tumors of the three EL4 tumor-bearing mice. The
signals were summed across all the slices, for both pyruvate (solid line) and lactate (dashed line).
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spectral bandwidth (350 Hz) and the response profile of
these excitation pulses enabled robust excitation of
[1-13C]lactate and [1-13C]pyruvate. For example, a 50 Hz
error in the central frequency of the [1-13C]pyruvate exci-
tation pulse will lead to only a 0.1% signal loss. How-
ever, if excitation pulses with smaller bandwidths were
used, then a real time frequency measurement may be
needed to achieve the desired flip angle.
A problem of using SpSp pulses to image different
metabolites alternately is cross contamination of signal
between the metabolites. This phenomenon is more
obvious when a spiral trajectory is used for signal acqui-
sition, as can be seen from the lactate images acquired at
1 and 3 s (Fig. 6b). The artifact in these two images,
which has been observed previously (20), is the result of
the SpSp pulse at the lactate resonance frequency also
FIG. 8. Analysis of B0 homogeneity. a: Representative B0 maps, expressed as
13C frequency variations, of the tumor region in a single
mouse at all eight slice positions. The frequencies varied from -10 Hz toþ5 Hz, which is well below the limit of 677.16 Hz (see the Dis-
cussion section). b: Histogram analysis of the B0 maps in the tumor regions from all three mice and for all eight slice positions. c: Histo-
gram analysis of the B0 maps for regions of the whole animal covered by the 3D FOV. The B0 maps were acquired using the water
proton resonance and then converted to 13C frequency variations based on the 1H and 13C gyromagnetic ratios.
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causing some excitation of the much more intense reso-
nance from pyruvate (and probably from pyruvate-
hydrate as well) in the aorta. This is despite the fact that
excitation of the [1-13C]pyruvate and [1-13C]pyruvate-
hydrate resonances is only 1% of that of the [1-13C]lac-
tate resonance. The [1-13C]pyruvate signal in the aorta in
this particular mouse was between 3 and 10 times more
intense than the pyruvate signal in the other two mice,
and hence this artifact was not observed in these other
mice. The artifact was only observed in the early images,
when the pyruvate signal in the aorta was much more
intense than the lactate signal. However, it could be
avoided altogether by using a coronal imaging slice or an
excitation pulse with restricted FOV. The SpSp pulse
could also be modified to further reduce cross-talk
between the pyruvate and lactate resonances, however,
this could come at the expense of wider transition bands
and the pulse would be less robust to the effects of B0
offset.
Effects of Relaxation
For the three sequence designs, the second echo is
delayed by 46–59 ms compared with the first echo. In
the [1-13C]lactate phantom this resulted in an approxi-
mately 5% signal decrease in the second echo. In the
images acquired in vivo, the intensity of the second echo
for pyruvate was 28.168.7% lower than that of the first
echo; for lactate the decrease was 12.165.9%. These
decreases in echo intensity are in agreement with the
reported T2 values for
13C-labelled pyruvate and lactate
in vivo (40). If necessary, this signal loss in the second
echo can be corrected for in the image reconstruction or
signal analysis stages, because the echo intensities can
be measured from the reference scan. As with other mul-
tiecho sequences, T2 and T

2-dependent decay of the
metabolite resonances broaden the PSF (41) by modulat-
ing the acquired signal in the kz direction, which is also
determined by the ordering of the k-space acquisitions.
This resulted in the signal leakage observed in Figures
6c and 6d, where signal from a central slice was
observed in a peripheral slice, which was evident from
the presence of signal outside of the body of the animal
in the peripheral slices. Although T2 for each metabolite
resonance could be estimated from the reference image
this may be smaller than the true T2 because of the
effects of noise, eddy currents, and gradient/RF delays
and, therefore, we did not include relaxation in calcula-
tion of the theoretical PSFs. The sequence will give
higher slice resolution when used to image metabolites
with longer T2 and T

2.
Translation to Clinical Imaging
The sequence was designed for preclinical imaging.
However, it may also find clinical applications provided
that the spirals can be kept short enough to avoid image
distortion in the z-direction. With the much lower gradi-
ent strengths and slew rates used on clinical systems,
this may require excitation pulses with a restricted FOV
in the xy-plane so that the desired FOV can still be fully
covered by short-duration spirals. This could be used,
for example, to monitor tumor responses to treatment,
where the location(s) of the tumors are already known
and the excitation pulses could be focused at these sites.
Spiral duration could also be kept short by extending the
technique into a multishot sequence. This would still
require far fewer excitations when compared with pub-
lished multishot methods.
CONCLUSIONS
We have developed a single-shot 3D pulse sequence,
based on spatial spectral pulse excitation and a stack-of-
spirals acquisition in a multispin echo train, for hyper-
polarized 13C MRI. The sequence was capable of imaging
exchange of hyperpolarized 13C label between injected
hyperpolarized [1-13C]pyruvate and endogenous lactate
in a subcutaneous tumor model with a temporal resolu-
tion of up to 250 ms and a spatial resolution of up to
1.25 mm in the x–y plane and 1.7 mm in the z-direction.
The sequence was robust to moderate B0 field inhomoge-
neity. The use of a single excitation pulse allowed for a
more efficient use of the hyperpolarized magnetization.
Because the sequence length was much shorter than the
TR, there is the possibility for further optimization.
Although the sequence was developed for preclinical
imaging, it nevertheless has the potential to be used on
clinical systems when the parameters are optimized for
the lower gradient capabilities of these systems.
APPENDIX
An analysis of the sequence’s tolerance to B0 inhomoge-
neity. We define:
Ex the phase accumulated by encoding in x direction
Ey the phase accumulated by encoding in y direction




FIG. 9. Averaged DB0 variation in the z-direction, for all three
mice. The DB0 values were averaged within the tumor region for
each slice. These curves show a smooth transition of DB0
between adjacent slices and thus minimal signal modulation in the
z-direction.
10 Wang et al.
Ez ¼ ei2p lFOVzz [A1]
and FOVz is the FOV in the z-direction. l denotes the
phase encoding index in this dimension.
l ¼  L  1
2
;  L  3
2




The division by 2 in Eq. [A2] comes from the fact that
the kx–ky plane at kz¼0 is never acquired. Instead, the
kx–ky planes at kz¼0.5Dkz and 0.5Dkz are covered by
the central two longest spirals.
For rðx; y ; zÞ, which represents the ideal image, the
acquired signal in this sequence (without phase error)




frðx; y ; zÞ  Ex  Ey  Ezgdxdydz
 
 ½1 þ eipðl0:5Þ
þ0:5 
Z Z Z
frðx; y ; zÞ  Ex  Ey  Ezgdxdydz
 
 ½1  eipðl0:5Þ
[A3]
where m and n denote the encoding index in the x and
y directions, respectively. The two terms to sum in the
equation above come from the two interleaved groups of





frðx; y ; zÞ  eiu2ðlþ0:5Þ  Ex  Ey  Ezgdxdydz
 
 ½1 þ eipðl0:5Þ
þ0:5 
Z Z Z
frðx; y; zÞ  eiu2ðlþ0:5Þ  Ex  Ey  Ezgdxdydz
 
 ½1  eipðl0:5Þ
[A4]
The average phase error uðx; y; zÞ is divided by 2
because of the interleaved kz-dimension acquisition. In
Eq. [A4], the phase error accumulation for the first group
of spirals (l ¼ 3:5; 1:5; 0:5; 2:5) is maximum for the
1st spiral, less for the 2nd spiral, fully refocused at the
3rd spiral (where the spin echo is formed), and greater
again for the 4th spiral. The same trend is maintained for
the second group of spirals (l ¼ 3:5; 1:5; 0:5; 2:5).
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Each term in Eq. [A5] can be reconstructed into a sep-
arate image modulated from the ideal image, similar to
the analysis in Xu et al (42). For the first term of the four
terms in Eq. [A5], let
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z0 ¼ z  u=2
2p
 FOVz ¼ bðzÞ [A6]
we then have
z ¼ b1ðz0Þ [A7]
Let S01ðm;n; lÞ represent the first term in Eq. [A5]. We
can now rewrite this first term as a function of z0
S01ðm;n; lÞ
¼
Z Z Z 






A 3D Fourier transform of S01ðm;n; lÞ yields the first
separate reconstructed image




By substituting variable z (Eqs. [A6] and [A7]) back
into Eq. [A9], we get





¼ rðx; y; zÞ= 1  FOVz
2p





Similar operations can be performed on the rest of the
three terms in Eq. [A5], giving Eq. [A11].





¼ rðx; y ; zÞ= 1  FOVz
2p











¼ rðx; y ; zÞ= 1  FOVz
2p
 @uðx; y ; zÞ=2
@z
 
 eiu4  eip2





¼ rðx; y ; zÞ= 1 þ FOVz
2p











¼ rðx; y; zÞ= 1 þ FOVz
2p
 @uðx; y; zÞ=2
@z
 




The overall reconstructed image (or, observed image)
r0ðx; y ; zÞ is the summation of the four separately recon-
structed images:
r0ðx; y ; zÞ ¼ 0:5  ½r01ðx; y ; zÞ þ r02ðx; y ; zÞ þ r03ðx; y ; zÞ þ r04ðx; y ; zÞ
[A12]
In an ideal case, where the B0 field is absolutely homo-
geneous (uðx; y ; zÞ ¼ 0 for any x, y, and z), the observed
image is identical to the ideal image (or,
r0ðx; y ; zÞ ¼ rðx; y ; zÞ). This can be proved by substituting
Eq. [A11] into Eq. [A12] with u ¼ 0. In the presence of B0
inhomogeneity (uðx; y ; zÞ 6¼ 0 and u varies with x, y, and
z), the observed image is split (in the z-direction) into two
images, distorted by the term given in Eq. [1] in the main
text and each has a ghost at the FOVz2 position in the z direc-
tion. Note that the ghostings from the split images have
opposite signs. As long as the condition in Eq. [1] in the
main text is met, the image distortion is within a single
pixel such that the image splitting is unobservable and the
ghosts from the split images will cancel each other.
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